There are health concerns associated with increased folic acid intake from fortified food and supplements. Existing analytical methods, however, which can be employed to carry out epidemiological and bioavailability studies for folic acid involve laborious sample preparation and/or lengthy chromatographic analysis. In this paper we describe a simple, rapid, and sensitive high-performance liquid chromatography-electrospray ionisation-tandem mass spectrometry (HPLC-ESI-MS/MS) method for determination of unmetabolised folic acid in human plasma using folic acid-d4 as an internal standard. The method required only a simple sample preparation step of protein precipitation and had a total run time of 3.5 min, which is the shortest run time reported to date for HPLC-MS/MS method employed for quantifying folic acid in plasma. The analytes were separated on a C18 column (3 µm; 50 × 3.00 mm) using an isocratic mobile phase consisting of ammonium acetate (1 mM)-acetic acid-acetonitrile (9.9:0.1:90, v/v/v). The method was fully validated in terms of accuracy, precision, linearity, selectivity, recovery, matrix effect, and stability. The short run time and the minimal sample preparation makes the method a valuable tool for performing high-throughput analyses. To demonstrate the applicability of the method in real conditions, it was applied successfully in a bioavailability study for the determination of unmetabolised folic acid levels in vivo in human plasma after oral administration of folic acid.
Introduction
Folate is a water-soluble B vitamin that is also known as vitamin B 9 or folic acid [1] . It is a generic term referring to a group of structurally related compounds that have the same basic skeleton but differ in the oxidation state and the number of glutamate moieties [2, 3] . Naturally occurring folate exists in food in polyglutamate reduced forms [3] . The two principal reduced forms are 7,8-dihydrofolate (DHF) and 5,6,7,8-tetrahydrofolate (THF) [2] . Folic acid is a synthetic monoglutamate oxidised folate with remarkable stability and bioavailability that makes it the folate form of choice for supplementation and fortification of food products [2] [3] [4] . To exert biological activity, folic acid should be reduced to the metabolically active tetrahydrofolate form which mainly takes place in the intestine mucosa and liver [5] . The synthetic folic acid vitamin, however, can appear in the circulation after passing unchanged from the intestine following ingesting a high dose of oral supplements or fortified food [6] . 
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Materials and Reagents
Reference standards of folic acid (98.6%) and folic acid-d4 (98.0%) were purchased from Toronto Research Chemicals (Toronto, ON, Canada). HPLC-grade methanol and acetonitrile were obtained from ROMIL Ltd. (Cambridge, UK). Ammonium acetate and acetic acid, both of ACS reagent grades, were obtained from Merck KGaA (Darmstadt, Germany). Pure water was prepared using the Sartorius water purification system (Sartorius, Goettingen, Germany).
Liquid Chromatography Tandem Mass Spectrometry
The chromatography system used was an Agilent 1260 Infinity HPLC system, which was equipped with quaternary pump, standard autosampler, and thermostatted column compartment from Agilent Technologies, Inc. (Santa Clara, California, CA, USA). Chromatographic separations were achieved using a Luna C18 HPLC column (3 µ m; 50 × 3.00 mm) with a C18 guard column, both from Phenomenex Inc. (Torrance, CA, USA). Column oven temperature was set at 25 °C. An isocratic mobile phase was used, which consisted of ammonium acetate (1 mM)-acetic acid-acetonitrile (9.9:0.1:90, v/v/v) (pH 3.4). The flow rate used was 0.5 mL/min and the injection volume was 20 µ L.
Folic acid and folic acid-d4 were detected using an Agilent 6490 Triple Quadrupole tandem mass spectrometer (Agilent Technologies, Inc., Santa Clara, CA, USA), equipped with electrospray ionisation (ESI) operating in negative ionisation mode. Folic acid and folic acid-d4 were monitored in multiple reaction monitoring (MRM) mode. The following MRM transitions, m/z 440.40 → 311. 10 and m/z 444.40 → 315.00, were monitored for folic acid and folic acid-d4, respectively, with collision energy set at 21 eV. Determination of compound MRM parameters, including fragmentor voltage and collision energy were done automatically by the LC-MS/MS software (Agilent MassHunter ® Workstation ver B.06.00, Agilent Technologies, Santa Clara, CA, USA), ensuring reproducibility of the assigned parameters. The same values were obtained on repeated tuning experiments. Figure 2 shows the typical product ion scan spectrum of folic acid. The MS source parameters were as follows: nebuliser gas of 50 psi, sheath gas flow of 11 L/min at a temperature of 290 °C, and capillary voltage of 3000 V. Agilent Mass Hunter Software Version B.06.00 was used to control all parameters of HPLC and MS.
Preparation of Standard Stock, Calibration Standards, and Quality Control Samples
Standard stock solutions of folic acid (725.7 µ g/mL) and folic acid-d4 as an I.S. (19.60 µ g/mL) were prepared by dissolving 40.0 mg folic acid (assay 98.6%, loss on drying 92.0%) and 1.0 mg folic acid-d4 (assay 98.0%), respectively, in 50 mL of 0.1% ammonium hydroxide-methanol (40:60, v/v) . Additionally, a working stock solution of folic acid (72.57 µ g/mL) was prepared by diluting 1.00 mL from the former folic acid stock solution (725.7 µ g/mL) to a final volume of 10 mL using methanol. Calibration curve standards (CCs), quality control (QC), and dilution integrity evaluation (DIE) samples were prepared by spiking human blank plasma with pre-prepared working solutions of folic acid stock solutions. The following calibration curve points were prepared: 13.17 ng/mL, 26.33 ng/mL, 131.7 ng/mL, 439.9 ng/mL, 1024 ng/mL, 2194 ng/mL, 3292 ng/mL, and 3657 ng/mL. The QC samples were prepared at five concentration levels: 13.17 ng/mL (lower limit of quantification (LLOQ)), 39.50 
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Liquid Chromatography Tandem Mass Spectrometry
The chromatography system used was an Agilent 1260 Infinity HPLC system, which was equipped with quaternary pump, standard autosampler, and thermostatted column compartment from Agilent Technologies, Inc. (Santa Clara, California, CA, USA). Chromatographic separations were achieved using a Luna C18 HPLC column (3 µm; 50 × 3.00 mm) with a C18 guard column, both from Phenomenex Inc. (Torrance, CA, USA). Column oven temperature was set at 25 • C. An isocratic mobile phase was used, which consisted of ammonium acetate (1 mM)-acetic acid-acetonitrile (9.9:0.1:90, v/v/v) (pH 3.4). The flow rate used was 0.5 mL/min and the injection volume was 20 µL.
Folic acid and folic acid-d4 were detected using an Agilent 6490 Triple Quadrupole tandem mass spectrometer (Agilent Technologies, Inc., Santa Clara, CA, USA), equipped with electrospray ionisation (ESI) operating in negative ionisation mode. Folic acid and folic acid-d4 were monitored in multiple reaction monitoring (MRM) mode. The following MRM transitions, m/z 440.40 → 311.10 and m/z 444.40 → 315.00, were monitored for folic acid and folic acid-d4, respectively, with collision energy set at 21 eV. Determination of compound MRM parameters, including fragmentor voltage and collision energy were done automatically by the LC-MS/MS software (Agilent MassHunter ® Workstation ver B.06.00, Agilent Technologies, Santa Clara, CA, USA), ensuring reproducibility of the assigned parameters. The same values were obtained on repeated tuning experiments. Figure 2 shows the typical product ion scan spectrum of folic acid. The MS source parameters were as follows: nebuliser gas of 50 psi, sheath gas flow of 11 L/min at a temperature of 290 • C, and capillary voltage of 3000 V. Agilent Mass Hunter Software Version B.06.00 was used to control all parameters of HPLC and MS.
Preparation of Standard Stock, Calibration Standards, and Quality Control Samples
Standard stock solutions of folic acid (725.7 µg/mL) and folic acid-d4 as an I.S. (19.60 µg/mL) were prepared by dissolving 40.0 mg folic acid (assay 98.6%, loss on drying 92.0%) and 1.0 mg folic acid-d4 (assay 98.0%), respectively, in 50 mL of 0.1% ammonium hydroxide-methanol (40:60, v/v) . Additionally, a working stock solution of folic acid (72.57 µg/mL) was prepared by diluting 1.00 mL from the former folic acid stock solution (725.7 µg/mL) to a final volume of 10 mL using methanol. Calibration curve standards (CCs), quality control (QC), and dilution integrity evaluation (DIE) samples were prepared by spiking human blank plasma with pre-prepared working solutions of folic acid stock solutions. The following calibration curve points were prepared: 13.17 ng/mL, 26.33 ng/mL, 131.7 ng/mL, 439.9 ng/mL, 1024 ng/mL, 2194 ng/mL, 3292 ng/mL, and 3657 ng/mL. The QC samples were prepared at five concentration levels:
13.17 ng/mL (lower limit of quantification (LLOQ)), 39.50 ng/mL (low QC (QCL)), 731.5 ng/mL (medium QC (QCM-1)), 1829 ng/mL (medium QC (QCM-2)), and 2743 (high QC (QCH)). For DIE, the following concentration levels were prepared: 72,576 and 10,885 ng/mL. Plasma samples were stored at −70 • C, while stock solutions were stored at −20 • C.
Sample Preparation
Prior to extraction, to an aliquot of 500 µL of spiked CCs, QC, and DIE samples, 50 µL of the I.S. stock solution (19.60 µg/mL) was added and vortexed for 30 s to obtain a final I.S. concentration of 1781 ng/mL. After that, about 1.5 mL of ice-cold acetonitrile was added to each sample followed by vortexing for 30 s. The samples were then centrifuged for 10 min at 14,000 rpm and 800 µL of the supernatant was decanted and evaporated under a stream of nitrogen gas at a temperature of 40 • C until complete dryness. The residue was then reconstituted with 200 µL of mobile phase and 20 µL was injected into the column for HPLC-MS/MS analysis.
Method Validation
The method was fully validated in accordance with Bioanalytical Method Validation guidelines issued by US Food and Drug Administration [44] .
The linearity of the method was examined by preparing nine calibration curves with eight nonzero concentrations (13.16 ng/mL, 26.33 ng/mL, 131.7 ng/mL, 439.9 ng/mL, 1024 ng/mL, 2194 ng/mL, 3291 ng/mL, and 3657 ng/mL). Peak area ratios of folic acid/folic acid-d4 were plotted against folic acid concentration.
Within-run accuracy and precision (intrabatch precision or within-run repeatability) were assessed by measurement of folic acid in plasma samples at five concentration levels (LLOQ (13.17 ng/mL), QCL (39.50 ng/mL), QCM1 (731.5 ng/mL), QCM2 (1829 ng/mL), and QCH (2743 ng/mL)), each run in six replicates. Peak areas were calculated and analysed against a calibration curve that was prepared on the same day. Between-run accuracy and precision (interbatch precision or between-run repeatability) were determined by analysis of five separate accuracy and precision batches, each run in six replicates on three consecutive days. Peaks were calculated and analysed against a calibration curve that was prepared alongside each batch.
The extraction recovery of folic acid and folic acid-d4 from human plasma was examined in six replicates at four concentration levels-QCL, QCM-1, QCM-2, and QCH-by comparing the mean peak area ratio of folic acid/folic acid-d4 after extracting spiked samples with mean peak area ratio of folic acid/folic acid-d4 of samples prepared in mobile phase (100% recovery) with identical concentration.
The matrix effect of the method was evaluated by analysing six different lots of blank plasma spiked with folic acid at QCL and QCH concentrations after extraction, in comparison to pure solutions of folic acid. The matrix factor (MF) for folic acid and folic acid-d4 was calculated by estimating the area ratio of the peaks in the presence and absence of matrix. The MF was normalised by dividing the MF of folic acid by the MF of the internal standard.
Stability of folic acid was evaluated at QCL and QCH at different conditions, including short-term stability of spiked plasma samples at room temperature up to 24 h, short-term stability in blood for 1 h at 15-25 • C, freeze and thaw stability for four cycles at −20 • C and −70 • C, auto-sampler/dry phase at room temperature and −20 • C for about 125 h, auto-sampler/injecting phase at reference temperature and room temperature for 124 h, long-term stock solution stability over 9 days and short-term stock solution stability over 3 days at LLOQ and ULOQ, long-term stock solution stability over 10 days, and short-term stock solution stability over 3 days of IS. Folic acid/folic acid-d4 peak areas ratio of stability samples were compared with freshly prepared standards with identical concentration.
Dilution integrity of the method was evaluated by analysing six replicate samples that were prepared as spiked standards at two concentration levels, 7315 and 10,972 ng/mL, representing approximately 2× and 3× the concentration of the ULOQ (3657 ng/mL) after 2-and 3-fold dilution, respectively. A freshly prepared calibration curve was then used to calculate the accuracy and precision of the samples.
Carry-over was assessed using the following sequence of injections: double blank, double blank, zero blank, upper limit of quantification (ULOQ) calibration sample (3657 ng/mL), zero blank, and lower limit of quantification (LLOQ) calibration sample (13.17 ng/mL). Zero blank/LLOQ ratio was then assessed.
The analytical method should be able to differentiate folic acid and I.S. from endogenous components in the plasma or other components in the sample. Selectivity was tested using six individual sources of blank plasma, which were individually analysed and evaluated for interferences. The selectivity of the method was also studied by checking the possibility of interferences from commonly used medications by human volunteers. Stock solutions of paracetamol (31.97 µg/mL), diclofenac (1.859 µg/mL), ibuprofen (94.94 µg/mL), caffeine (20.12 µg/mL), acetylsalicylic acid (100.0 µg/mL), and ascorbic acid (3.85 µg/mL) were prepared by dissolving appropriate amounts in 25 mL methanol. Appropriate volumes were then spiked with QCL samples and analysed using freshly prepared calibration curve standards. QCL samples analysed against the same calibration curve were then compared for interferences by calculating the accuracy of the samples.
Results
An LC-MS/MS method was developed and validated according to FDA guidelines [44] for quantification of folic acid in human plasma using folic acid-d4 as an I.S.
Method Development
LC/ESI-MS/MS
Initial method optimisation experiments were carried out on both positive and negative ionisation modes. As better S/N for both folic acid and folic acid-d4 was obtained in the negative mode, it was selected over the positive mode for further method development and validation.
A solution of folic acid at a concentration of 1.0 µg/mL was prepared in methanol-ammonium acetate (5 mM). The solution was infused into the electrospray ion source at a flow rate of 10 µL/min for MRM optimisation. The LC-MS/MS spectra of folic acid using collision-induced dissociation (CID) of molecular ion m/z 400.4 showed several fragment peaks m/z 396, 311, 175, and 132 ( Figure 2 ). The most intense fragment ion due to the loss of glutamic acid residue (m/z 311.1) was selected for the monitoring and quantification of folic acid. CID of folic acid-d4 molecular ion at m/z 444 gave a similar fragmentation pattern with fragments occurring at m/z 315, 175, and 132. Ultimately, the following MRM transitions, m/z 400.4 to m/z 311.1 and m/z 444.0 to m/z 315.0, were monitored for quantification of folic acid and folic acid-d4, respectively.
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Optimisation of the Chromatographic Conditions
When optimising the chromatographic conditions for analysis of folic acid, the goal was to develop a fast and specific method that has the ability to measure accurately folic acid response in the presence of other plasma components, particularly potentially similar endogenous folate compounds. Various mobile phases' composition and ratios, different buffers, and variable flow rates were tested over a C18 HPLC column (3 µm; 50 × 3.00 mm). An initial mobile phase was tested consisting of ammonium acetate (5 mM)-acetic acid-acetonitrile (9:1:90, v/v/v). Although an acceptable retention time of the drug and I.S. was obtained, this mobile phase was not used due to close elution of two small unknown peaks with the target compound. This problem seemed to be resolved by reducing the percentage of acetic acid and using a lower concentration of ammonium acetate. A mobile phase consisting of ammonium acetate (1 mM)-acetic acid-acetonitrile (9.5:0.5:90, v/v/v) resulted in better separation between folic acid and folic acid-d4 and the two unknown peaks. Moreover, the intensity of both folic acid and folic acid-d4 were doubled, potentially due to a better ionisation and reduced ion competition from buffer ions. Best results were achieved by reducing the concentration of acetic acid to 0.1% (v/v). Collectively, a fast and specific method was developed with short retention time and sharp peak shapes with optimal resolution (Figure 3 ) using an isocratic mobile phase consisting of ammonium acetate (1 mM)-acetic acid-acetonitrile (9.9:0.1:90, v/v/v) at a flow rate of 0.5 mL/min and an injection volume of 20 µL. The retention time for folic acid and folic acid-d4 were 2.64 and 2.59 min, respectively, and total run time was 3.5 min. Experiments with other mobile phase compositions by changing the buffer to ammonium formate and/or using methanol instead of acetonitrile did not result in enhancing the signal intensity or improving the chromatography.
When optimising the chromatographic conditions for analysis of folic acid, the goal was to develop a fast and specific method that has the ability to measure accurately folic acid response in the presence of other plasma components, particularly potentially similar endogenous folate compounds. Various mobile phases' composition and ratios, different buffers, and variable flow rates were tested over a C18 HPLC column (3 µ m; 50 × 3.00 mm). An initial mobile phase was tested consisting of ammonium acetate (5 mM)-acetic acid-acetonitrile (9:1:90, v/v/v). Although an acceptable retention time of the drug and I.S. was obtained, this mobile phase was not used due to close elution of two small unknown peaks with the target compound. This problem seemed to be resolved by reducing the percentage of acetic acid and using a lower concentration of ammonium acetate. A mobile phase consisting of ammonium acetate (1 mM)-acetic acid-acetonitrile (9.5:0.5:90, v/v/v) resulted in better separation between folic acid and folic acid-d4 and the two unknown peaks. Moreover, the intensity of both folic acid and folic acid-d4 were doubled, potentially due to a better ionisation and reduced ion competition from buffer ions. Best results were achieved by reducing the concentration of acetic acid to 0.1% (v/v). Collectively, a fast and specific method was developed with short retention time and sharp peak shapes with optimal resolution (Figure 3 ) using an isocratic mobile phase consisting of ammonium acetate (1 mM)-acetic acid-acetonitrile (9.9:0.1:90, v/v/v) at a flow rate of 0.5 mL/min and an injection volume of 20 µ L. The retention time for folic acid and folic acid-d4 were 2.64 and 2.59 min, respectively, and total run time was 3.5 min. Experiments with other mobile phase compositions by changing the buffer to ammonium formate and/or using methanol instead of acetonitrile did not result in enhancing the signal intensity or improving the chromatography. For chromatographic methods, developing a separation involves demonstrating specificity, which is the ability of the method to accurately measure the analyte response in the presence of all For chromatographic methods, developing a separation involves demonstrating specificity, which is the ability of the method to accurately measure the analyte response in the presence of all potential sample components. One main advantage of the tandem mass spectrometry detector over other classical assays such as the microbiological assays and radio-immunoassays is its capability of high compound specificity particularly in the presence of similar endogenous folate compounds. The LC method proved to be selective and was able to separate folic acid even from compounds with similar masses and transitions. The chromatogram of blank plasma sample (Figure 3a) shows the elution of small amounts of two species (retention time~1.3 and 3.2 min) of similar MS transition to folic acid-d4 (retention time 2.6). The difference in retention time demonstrates the selectivity of the separation and reliability of the method for resolving potential interfering compounds.
In order to develop a method with the shortest possible run time, the aim was to use the isocratic reversed phase mode rather than the gradient mode. The HPLC-MS/MS method which employed a C18 column in isocratic mode eliminated the need for column equilibration in each run resulting in a fast analytical run. Method optimisation achieved a sharp peak for the folic acid peak with short retention time (2.6 min) and a total run time of 3.5 min, as can be seen in Figure 3c .
Sample Preparation
For sample preparation, direct precipitation of proteins using solvents such as methanol or acetonitrile is the simplest, most convenient, and cost-effective way in comparison with other methods such as liquid-liquid extraction and solid-phase extraction. An attempt to use methanol did not yield good results due to poor chromatography and low peaks' intensity. Better results were obtained when acetonitrile was used for precipitation. About 1.5 mL of cold acetonitrile was added to 0.5 mL of plasma and then 300 µL of the supernatant was evaporated to dryness and reconstituted in 200 µL of the mobile phase. Although higher intensities were achieved compared to methanol precipitation, intensity of LLOQ sample was very low. Consequently, the volume of the supernatant withdrawn was increased to 800 µL. The increase in volume improved signal intensities, but less clean samples were obtained and resulted in the formation of a brown to yellow layer on the electrospray ionisation chamber. A recentrifugation step was therefore introduced and applied to about 1 mL of the supernatant, and then 800 µL was withdrawn, evaporated to dryness, and reconstituted in 200 µL of mobile phase. This step gave cleaner samples, as deposition of matrix on the ionisation source was significantly reduced and higher intensities were achieved.
The developed method was superior to existing methods in terms of throughput: (i) the chromatographic analysis time is the shortest among existing methods [40, 42, 45, 46] ; (ii) and a simple sample preparation step of protein precipitation was utilised for preparation of plasma samples for folic acid analysis [41, 42, 45, 46] . Additionally, deuterated I.S. was used in the present study, while most studies used other compounds that are structurally related to folic acid as I.S.s [40, 45] .
Method Validation
To test the linearity of the calibration curve of folic acid under the optimised conditions, nine calibration curves with eight nonzero concentrations (13.17 ng/mL, 26.33 ng/mL, 131.7 ng/mL, 439.9 ng/mL, 1024 ng/mL, 2194 ng/mL, 3292 ng/mL, and 3657 ng/mL) were prepared and injected. Excellent linearity was obtained between folic acid concentration and peak-area ratios of folic acid and folic acid-d4 over the tested concentration range (r 2 > 0.995) as presented in Table 1 . The LLOQ of the method was established at 13.17 ng/mL using 20 µL injection volume and 200 µL reconstitution volume. Although this injection volume produced sufficient sensitivity to quantify in vivo levels of folic acid in the bioavailability study, the LLOQ and sensitivity may be further improved by performing optimisation studies related to injection volume. Within-run and between-run accuracy and precision data are presented in Table 2 . The method was found to be accurate and precise. Within-run precision (CV%) ranged from 2.20% to 19.79%, while the accuracy percentage ranged from 90.94% to 104.36%. Similarly, interbatch precision percentage ranged from 3.14% to 13.15%, while the accuracy percentage ranged from 90.26% to 104.67%.
The reproducibility of the method was investigated and the method proved to be reproducible with a CV% values between 2.1% and 9.92% (Table 3) . Table 2 . Intra-and interday precision and accuracy of the method for determination of folic acid in human plasma. QC: quality control; n: number of replicates; CV: coefficient of variation; LLOQ QC: lower limit of quantitation quality control; QCL: quality control low; QCM: quality control medium; QCH: quality control high. QC: quality control; n: number of replicates; CV: coefficient of variation; LLOQ QC: lower limit of quantitation quality control; QCL: quality control low; QCM: quality control medium; QCH: quality control high.
QC
The extraction recovery of folic acid and folic acid-d4 from human plasma was studied at four concentration levels-QCL, QCM-1, QCM-2, and QCH-each run in six replicates. The mean extraction recovery ranged from 79.16% to 92.95%, while the mean extraction recovery of folic acid-d4 was 115.86% (Table 4) . QC: quality control; n: number of replicates; QCL: quality control low; QCM: quality control medium; QCH: quality control high; I.S.: internal standard.
The matrix effect of the method was evaluated by analysing six lots of blank plasma spiked with folic acid at QCL and QCH concentrations after extraction, in comparison to pure solutions of folic acid. The I.S.-normalised MF and the corresponding CV% at QCL was found to be 103.00% and 2.47%, respectively, while for that at QCH was found to be 98.23% and 1.25%, respectively.
Short-term and long-term stability of stock solutions were evaluated and found to be stable for up to 48 h and 8 days, respectively. The stability of spiked QCL and QCH samples in plasma was assessed after storage at −20 • C and −70 • C for 9 days, after four freeze and thaw cycles at −20 • C and −70 • C, autosampler stability at room temperature and at 4 • C, dry extract stability at room temperature and at −20 • C, benchtop stability at room temperature, and stability in blood at room temperature. The stability results presented in Table 5 indicate that the folic acid in the tested samples was stable under the different investigated conditions. Small interconversion THF and DHF to folic acid during sample preparation is possible, but not the other way around. THF and DHF, however, were not spiked into the samples in this study. For the real samples acquired from subjects, if endogenous folate, which normally exists in high concentration in plasma, had converted to folic acid during sample preparation, folic acid peaks would be detected in the predosing samples (folate baseline). Folic acid was not detected in any of these samples. The simple and quick sample preparation and short analysis time of the reported method is also advantageous for preventing such conversion.
Dilution integrity of the method was evaluated by analysing six replicate samples that were prepared as spiked standards at two concentration levels, 7315 ng/mL and 10,972 ng/mL, representing approximately 2× and 3× the concentration of the ULOQ (3657 ng/mL) after 2-and 3-fold dilution, respectively. The precision (CV%) was found to be 5.97% and 2.29%, respectively. Bias percentage was found to be 14.8% and 7.7%, respectively.
Carry over was assessed by injecting a blank sample after a high concentration sample (ULOQ 3657 ng/mL), followed by injecting LLOQ (13.17 ng/mL) to assess blank/LLOQ ratio. There was no apparent carry over.
Multiple reaction monitoring chromatograms of blank plasma samples and a plasma sample at the LLOQ level demonstrated the selectivity of the method. No interfering components were observed in the blank samples. Moreover, no interfering peaks were detected from six commonly used medications as demonstrated by the analysis folic acid QCL samples spiked with these drugs.
The developed method was applied successfully for the determination of folic acid levels in human plasma samples in a bioavailability study after the oral administration of a single folic acid dose (5 mg). Figure 4 is a representative chromatogram of folic acid and I.S. obtained for the analysis of a plasma sample (t = 5 h) obtained from one subject. This is a typical chromatogram used for calculation of folic acid concentration in the study samples.
Plasma concentration-time profiles of folic acid for three healthy subjects are shown in Figure 5 . The profiles show similar patterns and comparable pharmacokinetics parameters for folic acid. The peak time of folic acid concentration (t max ) was reached after 1.5-3 h with a mean 2 ± 0.5 h (mean ± standard deviation), whereas the maximum concentration (C max ) ranged between 130-150 ng/mL with a mean 141 ± 8 ng/mL. Obtaining this data from subject samples demonstrates the applicability of the method for quantifying folic acid in real settings and its suitability to be used for other relevant applications such as clinical and epidemiological studies. The developed method was applied successfully for the determination of folic acid levels in human plasma samples in a bioavailability study after the oral administration of a single folic acid dose (5 mg). Figure 4 is a representative chromatogram of folic acid and I.S. obtained for the analysis of a plasma sample (t = 5 h) obtained from one subject. This is a typical chromatogram used for calculation of folic acid concentration in the study samples.
Plasma concentration-time profiles of folic acid for three healthy subjects are shown in Figure 5 . The profiles show similar patterns and comparable pharmacokinetics parameters for folic acid. The peak time of folic acid concentration (tmax) was reached after 1.5-3 h with a mean 2 ± 0.5 h (mean ± standard deviation), whereas the maximum concentration (Cmax) ranged between 130-150 ng/mL with a mean 141 ± 8 ng/mL. Obtaining this data from subject samples demonstrates the applicability of the method for quantifying folic acid in real settings and its suitability to be used for other relevant applications such as clinical and epidemiological studies. 
Conclusions
The health concerns associated with unmetabolised folic acid in human plasma in the population require reliable and high-throughput quantification methods to establish its levels in vivo and to The developed method was applied successfully for the determination of folic acid levels in human plasma samples in a bioavailability study after the oral administration of a single folic acid dose (5 mg). Figure 4 is a representative chromatogram of folic acid and I.S. obtained for the analysis of a plasma sample (t = 5 h) obtained from one subject. This is a typical chromatogram used for calculation of folic acid concentration in the study samples.
The health concerns associated with unmetabolised folic acid in human plasma in the population require reliable and high-throughput quantification methods to establish its levels in vivo and to 
The health concerns associated with unmetabolised folic acid in human plasma in the population require reliable and high-throughput quantification methods to establish its levels in vivo and to investigate any potential links with diseases. A sensitive, accurate, rapid, and reproducible LC-MS/MS method was developed and validated for quantification of unmetabolised folic acid in human plasma in the range 13.17-3657 ng/mL. The method proved to be accurate and precise for the tested validation parameters. The short run time and minimal sample preparation make it a method of choice for bioavailability and epidemiological studies for folic acid. The method was applied successfully for the determination of unmetabolised folic acid levels in human plasma in vivo following administration of 5 mg tablet. Higher sensitivity and lower LLOQ, however, might be required for quantifying lower levels of folic acid levels. Populations who are not taking folic acid supplements but are obtaining folate from a normal diet enriched with folic acid are expected to produce much lower levels of folic acid in their plasma. Further studies related to improving ionisation efficiency and increasing sensitivity should be considered in future work particularly when considering population groups that are not using additional sources of folic acid.
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